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Due to movement during transport, the inner tube might be 

empty. To make sure that there is always Density Gradient 

Medium inside the tube, perform a quick rotating movement, 

holding the tube in the upright position. This will fill the inner 

tube (see figure) 

TwinSpin was developed for small blood volume (up to 

2.50 ml whole blood).  TwinSpin for smaller and larger 

volumes are in the making. 

 

We also fill TwinSpin with YOUR Density Gradient 

Medium!! 

 

Fill – Spin -Drop 

Target cells are concentrated in the opaque ring, more 

are above and below. Start collecting below. 
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